[Methods of increasing the power of rotary pneumatic motors for medical use].
Rotary-plate motors with the increased power are recommended for using in medical pneumatically-driven instruments. Provided in the design bumper pockets make it possible to raise the power of the pneumatic motor while its dimensions and weight remain unchanged.